Introduction {#sec1}
============

Common femoral artery aneurysms (CFAAs) are uncommon and mostly asymptomatic. However, distal embolisation occurs in up to 26% of cases, acute thrombosis in around 15% of cases, and rupture in up to 15% of cases.[@bib1] Open surgery including aneurysm resection and vascular reconstruction is considered the recommended option for symptomatic CFAA or CFAA larger than 25 mm diameter.[@bib1] Prosthetic grafts such as polyethylene terephthalate (PET) or polytetrafluoroethylene grafts (ePTFE) can be used in most cases, as well as reversed saphenous vein graft particularly in the setting of associated infection.[@bib1]^,^[@bib2] However, endovascular surgery might be considered as an option in the era of minimally invasive procedures. The case of a CFAA treated with a nitinol self expanding covered stent graft is reported. Systematic follow up revealed covered stent graft disruption. The patient was asymptomatic.

Report {#sec2}
======

A 66 year old man was referred with a 62 mm abdominal aortic aneurysm. Endovascular surgery was chosen because of his severe comorbidities including chronic heart failure (NYHA Class III -- left ventricular ejection fraction 30%) and pulmonary fibrosis requiring oxygen therapy. The patient also presented with a 25 mm diameter left CFAA, but the superficial and deep femoral arteries were patent. Accordingly, the patient was simultaneously treated with an aortic endograft for his abdominal aortic aneurysm and with a covered stent graft (Fluency™, Bard Peripheral Vascular, Temple, AZ, 12 mm diameter 80 mm length) for his left CFAA. A retrograde contralateral femoral artery approach was used for the left CFAA. The procedure was successful and post-operative course uneventful. Two years later, systematic follow up computed tomography angiography examination revealed a left CFAA with a diameter of 28.4 mm with evidence of covered stent graft disruption ([Fig. 1](#fig1){ref-type="fig"}). The patient was asymptomatic and no biological or clinical sign of sepsis was found.Figure 1Follow up computed tomography angiography examination showing common femoral artery aneurysm (A) with possible covered stent disruption (B), as seen on three dimensions reconstructions (C).

The patient underwent surgical revision with covered stent graft explantation followed by reconstruction with an iliofemoral prosthetic bypass using a 10 mm diameter silver impregnated PET graft (Intergard Silver, Maquet Getinge Group©). Follow up at two years was uneventful.

The retrieved specimen was sent to GEPROVAS (European Research Group on Grafts used in Vascular Surgery) as part of a European explant retrieval programme and was submitted to a standardised protocol. The sample consisted of one prosthetic segment included in the aneurysmal sac ([Fig. 2](#fig2){ref-type="fig"}). The extremities of the covered stent graft kept their tubular geometry over 15 mm each, but they were not aligned. A 3 cm long rupture of both membrane and stent was observed ([Fig. 2](#fig2){ref-type="fig"}).Figure 2Explant macroscopic evaluation at reception. External encapsulation of the device into the aneurysmal sac and disruption of membrane and stent.

After cleaning, three separated areas were identified: the extremities of the covered stent graft keeping their initial tubular geometry for 15 mm length each, and the central part of the covered stent graft revealing a wide rupture with a linear tear as well as junctional tears at the apices of the stents. Both membrane and stent ruptures were observed in this central part ([Fig. 3](#fig3){ref-type="fig"}A). Other ruptures of the membrane, mostly located in the apex of the strut, were also observed ([Fig. 3](#fig3){ref-type="fig"}B). In this central part, analysis revealed that perforation of the membrane was related to deformed stents. Digital microscope pictures with magnification of ×100 (Keyence VHX-600 France, Courbevoie, France) showed that the angle formed by the struts was in correspondence with the membrane perforation ([Fig. 4](#fig4){ref-type="fig"}A). Membrane shreds and broken bare stents were also observed ([Fig. 4](#fig4){ref-type="fig"}B). The breaking pattern excluded lesions that could have been performed during the surgical revision.Figure 3Macroscopic evaluation after cleaning process. Extremities of the covered stent keeping their initial tubular geometry, central part revealing a wide disruption with a linear tear (A); junctional tears at the apices of the stents (B).Figure 4Microscopic evaluation (×100) Keyence® VHX-600. Stent protrusion at the level of membrane perforation (A); membrane degradation (B).

Discussion {#sec3}
==========

In the present report, the case of a nitinol self expanding covered stent graft disruption is described. Using such a device for CFAA is however not within the instructions for use, and the role of endovascular therapy for common femoral artery lesions remains a controversial area. Concerns about endovascular intervention to treat common femoral artery lesions include risk of embolisation, possible occlusion of the superficial or deep femoral artery secondary to the intervention, stent fracture with acute occlusion, and difficulty with endovascular access at the site of a previously placed common femoral artery stent graft (even if retrograde superficial femoral artery access is possible), and possibly more extensive surgery after a stent graft has been inserted and occludes compared with repair of an unstented common femoral artery. However, vascular surgeons continue to push the limits of endovascular therapy. It has therefore been shown that endovascular interventions to the common and deep femoral arteries may be performed safely with high technical success, and that endovascular therapy may be a favoured approach for selected patients at high surgical risk, and those with wound healing considerations such as re-operative fields or those prone to infection.[@bib3] Accordingly, endovascular treatment of common femoral artery lesions might become more common in the future.

It is however important to distinguish atherosclerotic lesions from aneurysmal lesions. Nitinol flexible characteristics have been shown to be useful in locations crossing a joint, and it has now been demonstrated that stent graft deformation as the result of undue stress on the iliofemoral junction during movements of the hip should no longer be feared in the setting of atherosclerotic lesions.[@bib4], [@bib5], [@bib6] In this report, systematic analysis of the stent graft revealed that membrane perforation was located at the level of an angle formed by the struts. It might be suggested that hip flexion was responsible for textile erosion, as the bend in the struts itself could have perforated the membrane, and also because the stitches may have been frayed from repeat flexion. One could also assume that the behaviour of the stent graft might be different in an aneurysmal than in an atherosclerotic location. In an aneurysmal artery, the central part of the stent graft is free, while the proximal and distal parts of the covered stent graft do not expand to its pre-set shape, continuing to exert a chronic outward force and resist external compression. Accordingly, it could be suggested that the constraints exerted on the covered stent graft in an aneurysmal artery might not be the same as in atherosclerotic occlusive lesions where the entire device is constrained.[@bib7] Analysis of the explanted device revealed a wide rupture with a linear tear linked to the disruption as well as junctional tears at the apices of the stents, supposing that constraints could be different regarding the different segments.

Three points are debatable in this report: the initial endovascular indication, the choice of the device, and follow up imaging modalities. Even in the "endo era", the indication for endovascular aneurysm repair is questionable in a 66 year old patient, despite severe comorbidities, even more so when later full open surgery could be carried out without complications. Concerning the device, a BARD Fluency© stent graft was chosen for the CFAA, but it may have been better to choose another device, such as a GORE Viabahn® device, which has probably been used a lot more in the common femoral artery, including for salvage or even planned deployments.[@bib8] However, considering the conical shape of a CFAA, there might still be an incomplete expansion of the device, which could lead to an irregular internal luman, causing stresses and deformations to the stent graft. Another option would have been to use a hybrid approach in this frail patient, introducing a stent graft into the proximal neck of the CFAA before opening of the CFAA and manual suturing of the distal part of the endograft to the native artery.[@bib9] The second debatable point concerns follow up modalities. The patient could have been followed by standard radiographs associated with Duplex ultrasound examinations rather than CTA in order to decrease continued high radiation surveillance. Standard radiographs might have shown stent graft fracture detail much better than CTA, and this could have depicted covered stent graft disruption earlier.

In conclusion, such covered stent graft rupture is unusual. However, the use of covered stent graft in the setting of a CFAA might be at risk of disruption, due to constraints exerted on the device. A standardised protocol of analysis can help in determining rupture profile and proposing dedicated *in vitro* protocols to understand the degradation mechanisms.[@bib10]
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